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Abstract

Objective: The primary objective of this study is to perform a blinded evaluation
of a group of retrospective image registration techniques using as a gold standard a
prospective, marker-based registration method. In order to ensure blindedness, all ret-
rospective registrations were performed by participants who had no knowledge of the
gold-standard results until after their results had been submitted. A secondary goal of
the project is to evaluate the importance of correcting geometrical distortion in MR, im-
ages by comparing the retrospective registration error in the rectified images, i.e., those
which have had the distortion correction applied, with that of the same images before
rectification.

Materials and Methods: Image volumes of three modalities—CT, MR, and
PET—were obtained from patients undergoing neurosurgery at Vanderbilt University
Medical Center on whom bone-implanted fiducial markers were mounted. These vol-
umes had all traces of the markers removed and were provided via the Internet to project
collaborators outside Vanderbilt, who then performed retrospective registrations on the
volumes, calculating transformations from CT to MR and/or from PET to MR. These
investigators communicated their transformations again via the Internet to Vanderbilt,
where the accuracy of each registration was evaluated. In this evaluation, the accu-
racy is measured at multiple “volumes of interest” (VOIs), i.e., areas in the brain that
would commonly be areas of neurological interest. A VOI is defined in the MR image
and its centroid c is determined. Then, the prospective registration is used to obtain
the corresponding point ¢’ in CT or PET. To this point, the retrospective registration
is then applied, producing ¢” in MR. Statistics are gathered on the target registration
error (TRE), which is the distance between the original point ¢ and its corresponding
point ¢”.

Results: This paper presents statistics on the TRE calculated for each registration
technique in this study and provides a brief description of each technique and an estimate
of both preparation and execution time needed to perform the registration.

Conclusion: Our results indicate that retrospective techniques have the potential
to produce satisfactory results much of the time but that visual inspection is necessary
to guard against large errors.

Index Terms: Medical imaging, image registration, fiducial markers, accuracy val-
idation, MR distortion, CT, MR, PET.



Comparison of Brain Image Registration Techniques 3

I. INTRODUCTION

All retrospective image registration methods have attached to them some intrinsic
estimate of registration error. However, this estimate of accuracy may not always give
a true representation of the distance between actual and estimated positions of targets
within the cranial cavity, i.e., the target registration error (TRE). By using a method
based on fiducial markers [1], [2], [3] as a “gold standard,” and by rendering the fiducial
markers invisible, we are able to perform a detailed, blinded evaluation of retrospective
techniques based on their TRE at several landmark locations within the brain.

Two registration tasks were evaluated in this study, CT to MR and PET to MR,
and these tasks were broken into subtasks according to the type of MR and to whether
or not the MR image was corrected for geometrical distortion. The image data sets of
nine patients were used, seven of which contained both CT and MR scans, and seven
with both PET and MR. Spin-echo MR scans of three types were included—T1-weighted
(T1), proton-density-weighted (PD), and T2-weighted (T2). Before imaging, each patient
had four markers implanted and a COMPASS stereotactic frame attached. For some of
the patients, scans were also used that had been corrected for geometrical distortion [4],
[5]. The first step toward evaluation is the calculation of the “answers”: registrations
derived with the aid of the fiducial markers. Next, it is necessary to process the images
by removing all traces of the markers and the frame in order to ensure that all subsequent
registrations are truly retrospective in nature. We call this process “air brushing.”

These air-brushed image volumes were then made available from a central site via the
Internet file transfer protocol (FTP) so that each of twelve other sites could apply its own
retrospective technique or techniques. The resulting transformations were reported to the
central site by electronic mail. A measurement of error was made by calculating the error
relative to the gold standard over a set of specified regions known as volumes of interest

(VOIs).

II. MATERIALS AND METHODS
A. Image Acquisition

All images were stored in 16 bit, two’s complement format:
o The CT volumes have a resolution in the z and y directions of 512 pixels, and between
28 and 34 slices in the z direction. The voxel size is 0.65 mm in x and y, and 4.0 mm
in z.
o The MR volumes have a resolution of 256 pixels in the x and y directions, and 20 to
26 slices. The voxel size was between 1.25 and 1.28 mm in the = and y directions, and
4.0 mm in z.
o The PET volumes have a resolution of 128 pixels in the z and y directions, and 15
slices. The voxel size is 2.59 mm in z and y, and 8.0 mm in z.
The CT images were acquired using a Siemens DR-H scanner, the MR images using
a Siemens SP 1.5 T scanner, and the PET images with a Siemens/CTI ECAT 933/08-16
scanner. For MR, T1, PD, and T2 images were acquired. The T1 image volumes were
acquired with an echo time (TE) of 15 ms and a repetition time (TR) of 650 ms (20 slices)
or 800 ms (26 slices), the PD with TE of 20 ms and TR of 2550 ms (20 slices) or 3000 ms
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(26 slices), and the T2 with TE of 90 ms and the same TR as PD. Readout gradient
strength for T1 was 2.45 mT/m and for PD/T2 was 1.47 mT /m, with four acquisitions in
T1 and two in PD/T2. All MR images used half-Fourier reconstruction and a slice selection
gradient of 6.8 mT/m. Three additional MR images were acquired for each patient with
the identical imaging parameters, except that the readout gradient was reversed. For PET,
each patient was injected with 10 mCi of ¥ F-fluorodeoxyglucose. Scanning was started
40-50 minutes after injection and continued for 25 minutes. Image reconstruction was
performed using a Hamming reconstruction filter, resulting in images with a full width at
half-maximum resolution of 9 mm.

Internal Review Board authorization was obtained for the use of the patient data sets
in this study. All patients whose images were to be used signed a release form indicating
their consent.

B. Geometrical Distortion Correction

We correct MR images for static field inhomogeneity by using the image rectifica-
tion technique of Chang and Fitzpatrick [4], [5]. A new image, without inhomogeneity
distortion, is generated from the pair of distorted images acquired with reversed readout
gradients. The MR images are corrected for scale distortion by using the COMPASS
stereotactic frame as an object of known shape and size. The scale factors are handled by
changing the voxel dimensions in the image header.

C. Fiducial Markers and Fiducial Localization

Markers are filled with an aqueous solution designed to be bright in CT and MR.
They are constructed from hollow plastic cylinders with an inside diameter of 7 mm and
an inside height of 5 mm and attached to plastic marker bases that are screwed into the
outer table of the skull of the patient [5], [6]. Markers of an identical construction are used
for PET scans but are filled with an aqueous solution of a positron emitter to allow them
to be seen clearly in the PET image.

We calculate an intensity-based centroid for each marker using the localization tech-
nique described in Wang et al. [6]: we call the determination of this position fiducial local-
ization. This iterative, knowledge-based technique automatically finds the lowest threshold
such that an object formed from voxels whose intensities are higher than the threshold
and that are three-dimensionally connected to a selected voxel is neither too large nor too
small to be a marker. The large point spread function increases the effective size of the
marker substantially in PET. The published localization algorithm therefore was modified
for this project to take advantage of the effective size in determining the centroid in the
direction perpendicular to a slice.

D. Fiducial-based Registration

When we use markers to register images, we call them fiducial markers and call their
positions fiductal points or fiducials. We register C'T to MR, and PET to MR, by calculat-
ing the rotation and translation parameters of the rigid-body transformation that mini-
mizes the mean square distance between corresponding fiducials in the two images [1],
[2]. We have implemented the closed-form solution developed by Arun, Huang, and
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Blostein [7]. We define the fiducial registration error (FRE) as the root-mean-square (rms)
distance between corresponding fiducials after registration and transformation. Marker-
based registration was carried out for each patient data set and each MR modality. The
derived transformations were tabulated and used as a gold standard for evaluation of the
retrospective registration methods.

E. Removal of Fiducial Markers and Stereotactic Frame

The next step is the removal of all traces of the fiducial markers and the stereotactic
frame from each image. We call this process “air brushing.” This was achieved by manual
outlining of regions containing these structures, followed by an approximate reconstruction
of the image background in each missing region R. In MR, where the background consists
of unstructured noise, pixels at random positions between the edge of R and the lateral
image boundary were sampled and placed in R. In CT, as the outer regions of the image
are comprised mainly of reconstruction artifacts which take the form of quasi-radial stripes,
the approach taken was to interpolate these stripes within the removed region. This was
done at a given point P in region R by the following method (Fig. 2):

1. Calculate the radial distances e and ¢ of the point P, respectively, from the external
and internal boundaries of the region.

2. Identify points F and [ at radial distances e and i, respectively, external and internal
to the region. If F lies outside the image, set £ to be on the border of the image. A
similar precaution is taken to insure that I does not lie within the head.

3. Let the intensity at £ be I, and at [ be [;. Assign P’s intensity [, as [, = I. with
probability p, or I, = I; with probability 1 — p, where p =1/(i + €).

A similar technique was used for the PET images; in this case, however, pixels in region
R were set to an intensity value linearly interpolated between the intensity of the internal
and external boundaries of R.

This process is illustrated in Figure 3. The top row (Fig. 3a—¢) shows slices of original
volumes from each of the three modalities. The window and level have been set so that
the background artifacts may be seen. The middle row (Fig. 3d—f) shows the same slices
after the region R has been outlined and zeroed. This procedure is applied to each slice
in the volume. The bottom row (Fig. 3g—¢) shows the slices after reconstruction of the
background in the region R. For the MR case, it can be seen that the replaced area
is indistinguishable from the rest of the background. In CT and PET, there are slight
discontinuities in the direction of the stripes, but the intensity changes smoothly.

For each air-brushed image volume, an ASCII header for each volume was prepared,
giving information about the corresponding image, e.g. pixel size, resolution, data format
and acquisition information. The headers conform to the Interfile standard [8], [9].

F. Commaunicalions

After creation of the images and headers was completed, a login name, password, and
Internet address were provided to all project participants by e-mail, so that they were able
to transfer the images and headers to their own sites by means of FTP.



Comparison of Brain Image Registration Techniques 6

In order to communicate the retrospective registrations to Vanderbilt once they had
been completed, the following scheme was adopted. In the “From” volume (e.g., CT in
the case of CT-to-MR registration), the positions of eight points are calculated; taking the
origin to be the center of the first voxel in the volume (i.e., the top left pixel of slice zero),
the =, y, and 2z coordinates of the centers of the eight corner voxels in the volume were
derived (Fig. 4). These positions were provided via FTP by Vanderbilt for every CT and
PET volume in the form of a partially completed “transformation table” for each pair of
volumes.

After the retrospective registration transformation was determined, the transformed
positions of these eight points relative to the origin of the “To” modality (Fig. 5) were
computed by each site and entered into the transformation table (as depicted in Figs. 4
and 5, the field of view of the two volumes is typically different, so it is important to
specify the volume that provides the origin relative to which the transformed positions are
calculated.)

All coordinates were specified to at least four decimal places in units of millimeters.
Such high precision insures that any round-off error inherent in converting between a
registration transformation and the eight-point sets is negligible. In order to convert the
transformation table to a rigid-body transformation, the two point sets are registered using
the point-based registration algorithm described in Section II-D. Only three points are
necessary to uniquely specify such a transformation, but the full set of eight was used for
reasons of symmetry, error reduction, and error prevention.

Clearly, this method of data transmission allows only rigid-body transformations to
be accurately communicated, since any nonrigid transformation would be approximated
by a rigid one. The use of this protocol thus limits the scope of this project to an evalu-
ation restricted to rigid-body transformations. However, by measuring the FRE (that is
produced by the point-based registration algorithm), it is possible to determine whether
or not the retrospective registration uses nonrigid deformations, since the FRE would be
on the order of millimeters, as opposed to hundredths of a millimeter, for a well-specified
rigid-body transformation. This feature is facilitated by the use of a larger point set than
necessary, and guards against the possibility of a nonrigid transformation being mistakenly
supplied and evaluated as if it were rigid.

Each transformation was transmitted to Vanderbilt by e-mailing an ASCII file con-
taining a completed transformation table.

(. The Retrospective Techniques

The retrospective registrations were performed in parallel at several sites outside Van-
derbilt. Some methods were used that were applicable only to CT-to-MR or PET-to-MR
registration, and some were suitable for both cases.

1. Barillot and Lemoine [10] used a two-stage technique both for CT-to-MR and PET-
to-MR registration. The first step is to perform an approximate registration of objects
which are similar in each image. The second stage is the application of a multireso-
lution Powell [11] algorithm which minimizes the Euclidean distance between the two
surfaces given by a 5 X 5 x 5 chamfer mask. The total time taken for each registration
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was approximately 15 minutes using a Sun SPARCstation 20.

2. Collignon, Maes, Suetens, and Vandermeulen [12] used a fully automatic technique for
CT-to-MR and PET-to-MR registration. The technique employs a Powell algorithm
to search the space of registration parameters, judging the images to be in perfect
registration when the mutual information of the intensities of corresponding voxels is
maximized. Each registration took 10 to 30 minutes in the CT-to-MR case, and 2 to
4 minutes in the PET-to-MR case, using an IBM RS6000/3AT.

3. Van den Elsen, Napel, and Sumanaweera [13] used a fully automated multiresolution
gray-value correlation technique for registering C'T volumes to MR. The total time
taken for each registration was approximately 1 to 2 hours using an SGI Indigo 2.

4. Harkness applied a surface-matching technique developed by Pelizzari et al. [14] to
CT-to-MR and PET-to-MR registration. The typical time required for each registra-
tion was approximately 20 minutes, most of which was human interaction time.

5. Hemler, Napel, and Sumanaweera [15] employed a surface-based method for register-
ing from CT to MR. In this system, the corresponding surface to be registered is first
identified in each image set. This process results in a triangular mesh representing the
surface in one image set. and a set of 2-D polygon points are used to represent the
surface in the other image set. A least-squares minimization technique is then used
to determine the rigid-body transformation which minimizes a cost function related
to the sum-square perpendicular distance between the two surfaces. (No estimate of
registration time was provided by these investigators.)

6. Hill, Hawkes, and Studholme [16], [17], [18] registered CT to MR and PET to MR
using a fully automated multi-resolution voxel similarity measure algorithm based on
the mutual information of the joint probability distribution (proposed by Collignon [12]
and Wells [19].) The time taken for each registration was approximately 20 minutes
on a Sun SPARCstation 20/61.

7. Maintz, van den Elsen, and Viergever [20], [21], [22] registered C'T to MR and PET to
MR by matching “edgeness” volumes. The method is fully automated. The algorithm
used to match the edgeness volumes is described in [20], [21], [22]. All computations
were done on HP 700-series workstations. For each registration, the feature extraction
typically takes a few minutes. The matching itself can take from 1 to 12 hours for
CT-to-MR registration and about 40 minutes for PET-to-MR registration, but these
times may be decreased by using larger step sizes and omitting fail-safe measures.

8. Malandain and Pennec [23], [24], [25] registered CT to MR and PET to MR. The
method was originally designed for PET-to-MR registration and is used for CT-to-
MR registration without modification. The first step is the segmentation of the brain
in both images by means of morphological and topological operators. This is done
automatically, with human inspection and possible changes in the parameters if a
satisfactory result is not achieved. The second step is the construction of a potential
energy field of one volume, and the computation of the global force and torque acting on
the other volume due to this field; these values are used to bring the two volumes into
alignment. Each registration took approximately 3 minutes for CT-to-MR registration

and 40 seconds for PET-to-MR registration using a DEC Alpha 3000.
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9. Noz, Maguire, and Pollack [26] used a two-step method for registration, both for CT
to MR and PET to MR. First, an oblique projection, which involves rotating the 3-D
data set in the coronal and sagittal planes by angles determined by visual inspection, is
performed in order to bring the image slice planes into coincidence. Eight to 12 land-
marks pairs are then chosen on a corresponding slice from each image volume, and
a first- or second-order polynomial (warping) transformation is applied whose coeffi-
cients minimize the rms distance between the point sets. The time typically required
for each registration was between 15 and 30 minutes using a Sun SPARCstation 10/51,
most of which was spent finding corresponding landmarks.

10. Pelizzari [14] used a two-step method for CT-to-MR and PET-to-MR registration.
The first stage was the segmentation of contours using a combination of manual and
threshold-based boundary following. The contours in the “From” modality were repre-
sented as a set of points and in the “To” modality as a stack of disks. The second stage
was the minimization, by means of a Powell algorithm, of the mean square distance
of the points from the surface, measured by finding the intersection of the surface
model with a ray drawn from each point to the centroid of the surface model. The
typical time taken for each registration was 20 minutes; almost all of this spent in
the segmentation step. The CPU time required for registration was approximately 5
seconds on an SGI Indigo 2.

11. Robb and Hanson [27], [28] used a multiresolution, multithreshold, surface match-
ing algorithm based on parametric chamfer matching for CT-to-MR and PET-to-MR
registration. Four variations were performed using two different surfaces and two
numbers of points per surface (RO1/RO2 were performed by matching skin to skin,
RO3/RO4 by matching brain—or inner surface of skull in CT—to brain; RO1/RO3
were performed using 100 points, RO2/R04 were performed using 1,000 points). Sur-
face segmentation was accomplished using an automatic 3-D mathematical morpholog-
ical algorithm. The total time for each registration on an SGI Challenge workstation
ranged from 3 to 20 minutes, with morphologic-based segmentation taking 2 to 3 min-
utes, manual editing in selected cases taking 10 to 15 minutes, and actual registration
taking 30 seconds (100 points) to 2 minutes (1,000 points).

12. Woods [29] registered PET to MR using a multi-sampling density method based on
the correlation of intensity values between PET and MR. Two methods were used. In
the first method (WOT1), nonbrain regions (i.e., skin, skull, meninges) are manually
removed. After this manual editing, automated registration is performed by dividing
the MR image into 256 partitions based on intensity. A Newton-Raphson method is
used to find the transformation parameters that minimize a weighted average of the
standard deviations of PET voxel intensities corresponding to each MR partition. The
second method (WO2) is identical to the first except that the MR images are edited
more extensively to remove areas of focal brain pathology. The total time for each
registration was typically between 20 and 30 minutes using a Sun SPARCstation IPX,
with manual editing taking 15 to 20 minutes and cost function minimization taking
less than 5 minutes.
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H. Data Analysis

Each submission of retrospective transformations was accompanied by a statement
indicating the cases in which the registration procedure was felt to have failed, i.e., was
not good enough to be clinically useful. In all cases, the statements indicated that the
registration was successful on every data set provided.

At Vanderbilt, after the transformation tables have been received from each site and
the corresponding rigid-body transformations have been determined, the next step in the
evaluation is to perform a comparison between these registrations and the fiducial-based
ones. In collaboration with a neurological and a neurosurgical expert, a set of VOIs
representing areas of neurological and/or surgical interest was manually segmented within
one of the MR image volumes for each patient. The VOIs were stored as sets of z, y, and
z voxel coordinates.

An estimate of the accuracy of the retrospective registration at the position of each
VOI is computed as follows (Fig. 1). The centroid pixel of the VOI is found, and its
position is converted from a voxel index to a millimetric position ¢ in the “To” modality
using the known voxel size for the image volume. Let R, and t, be the rotation matrix and
translation vector, respectively, of the gold-standard rigid-body transformation G, and R,
and t,. be the rotation and translation components of the retrospective transformation R.
The point ¢’ in the “From” modality is defined so that ¢ is the mapping of ¢’ under the
gold-standard transformation. Thus,

c=G(c) =R, + t,. (1)
By inverting equation (1), we obtain
=G "'(c)=R;'c—R}'t,. (2)

The point ¢” in the “To” modality is defined as the mapping of ¢’ under the retrospective
transformation. Thus,

c"=R(c) =R, ¢ +t,. (3)

The difference between the registered target position of the retrospective method and that
of the gold standard is d = ¢” — ¢. We define the TRE of the retrospective registration at
the anatomical location of the VOI to be the Euclidean distance d between ¢ and ¢”, i.e.,
TRE =d = ||d||.

In Appendix A, we examine the spatial dependence of TRE. If the retrospective trans-
formation differs from the gold standard by only a translation, then it is easy to see that
TRE = ||t, —t,|| everywhere. For the more common case, in which the difference includes
a rotational component, the spatial dependence of TRE is only slightly more complicated.
We show that TRE exhibits a simple cylindrical symmetry about an axis s running through

TRE = Var? + b2, (4)

where a > 0 and b are parameters that are independent of position, and r is the perpen-

the “To” space as follows:

dicular distance of ¢ from s.
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Using the formulas in Appendix A, we could calculate a, b, and s for a given retrospec-
tive transformation and gold-standard transformation. Large values for @ and b and/or a
large distance between s and the center of the image volume would then imply large val-
ues for TRE. It is difficult, however, to translate these values into a clinically meaningful
quantity. Instead, we have chosen to measure TRE directly at a discrete set of centroids
of anatomically meaningful VOIs. While we do not use it in our measurements of TRE,
equation (4) still provides an important underpinning for our method of evaluation. The
smoothness of the simple r? variation in this equation assures us that our discrete sampling
will not cause us to miss large values of TRE.

The particular anatomical positions corresponding to the VOIs used in this evaluation
are as follows: 1) maximum aperture of fourth ventricle, 2) junction of fourth ventricle
with aqueduct, 3) right globe, 4) left globe, 5) optic chiasm, 6) apex of left Sylvian fissure,
7) apex of right Sylvian fissure, 8) junction of central sulcus with midline, 9) left occipital
horn, and 10) right occipital horn.

ITI. RESULTS

For a given technique, the TREs are very similar in all of the VOIs indicating that
the r? dependence of equation (4) is masked by variations in a, b, and the position and
orientation of the rotational axis s. The similarities are such that we are reporting statistics
only for the pooled VOIs. A complete listing of the results is available via FTP (see the
project web homepage').

Tables 1 through 4 present the median and maximum TREs for the CT-to-MR and
PET-to-MR registrations. We have chosen to present medians instead of means to reduce
the influence of outliers. The median and maximum TREs listed for each technique and
registration modality pair are the median and maximum of all individual TREs for all
applicable patients and VOIs for that technique and modality pair. Each row represents a
registration modality pair, and each column represents a registration technique. The sites
are represented by abbreviation of the participants’ names as follows: 1) Barillot et al.
(BA), 2) Collignon et al. (CO), 3) van den Elsen et al. (EL), 4) Harkness (HA), 5) Hemler
et al. (HE), 6) Hill et al. (HI), 7) Maintz et al. (MAI), 8) Malandain et al. (MAL), 9) Noz
et al. (NO), 10) Pelizzari (PE), 11-14) Robb et al. methods 1-4 (RO1, RO2, RO3, RO4),
and 15-16) Woods methods 1 and 2 (WO1, WO2).

We investigated the effects of geometrical distortion correction in MR on registration
accuracy by comparing the CT-to-MR and PET-to-MR registration errors with and with-
out correcting for distortion. First, we pooled the results of all registration techniques and
used the median TRE values listed in Tables 1 and 3. In all cases the differences are not
significant (two-tailed paired ¢-test, P < 0.05). Second, we examined each technique indi-
vidually and used as data for comparison the median TRE values obtained for each patient
with that technique. These differences are significant (two-tailed paired ¢-test, P < 0.05)
in only one case: CT-to-T2 registration by Collignon. The differences are “marginally” sig-
nificant (P < 0.10) in four other cases: CT-to-T2 registration by Harkness, and CT-to-T1
registration by Collignon, by van den Elsen, and by Hill.

'http://cswww.vuse.vanderbilt.edu/~image/registration/



Comparison of Brain Image Registration Techniques 11

IV. DiscussioN

The principal goal of this project was to determine the accuracy of retrospective im-
age registration techniques. It should be noted that because this study assesses only
image-to-image registration, and not image-to-physical space registration, its direct clini-
cal application lies in intermodality image correlation. Clinical applications might include,
for example, the assignment of anatomic specificity to functional activation studies with
functional MR imaging (fMRI) and PET or the longitudinal cross-correlation over time of
imaging studies to follow tumor growth and response to therapy. In using our results to
guide such applications it is important to consider the validity of our approach and the
accuracy of our gold standard.

A. Submission Errors

After all transformation tables had been submitted, the gold-standard tables and the
original image volumes with visible fiducials were made available so that the correctness
of the evaluation could be verified by all participants. In addition, each site was provided
with error statistics for its technique(s). At this point, the blinded study was over. After
this point, four errors were discovered:

o Hill et al. reported that a systematic error was made while converting their transfor-
mation format to the Vanderbilt format and submitted revised tables. Specifically, Hill
stated that the angle of rotation about the = axis was accidentally negated. Vander-
bilt independently verified this error, and the error was corrected (noted by the double
dagger in Tables 1 through 4). Because the correction is independently verifiable, the
blindedness of the study is not compromised by the inclusion of the corrected data.

o Barillot et al. reported that for one patient the wrong set of tables was submitted
for the rectified CT-to-MR registrations. In this case, resubmission would not be
appropriate. Instead, the three erroneous transformations were dropped from the
study (noted by the asterisks in Tables 1 through 2).

o Collignon et al. reported that a manual entry error was made while creating one
transformation table for one patient. Again, resubmission was not appropriate, and
the single erroneous transformation was dropped from the study (noted by the asterisks
in Tables 3 through 4).

o Robb et al. reported that for one patient the wrong set of tables was submitted
for the rectified CT-to-PD skull-to-brain and PET-to-PD brain-to-brain registrations.
In this case, resubmission would not be appropriate. Instead, the four erroneous
transformations were dropped from the study (noted by the asterisks in Tables 1
through 4).

We include in Appendix B all results that were obtained before correcting (Hill) or drop-
ping (Barillot, Collignon, and Robb) erroneous transformations.

Finally, we note that Maintz et al. withdrew from the study after submitting a partial
set of results (CT-to-T1 and CT-to-PD unrectified and rectified). After publication of
the results for the remaining sites [30], this site was permitted to rejoin the study and
to complete the submission. Because the gold-standard transformations and the fiducial-
containing images were withheld from this site until after the complete submission, the
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